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Abstract
Background: Screening and enumeration of antimicrobial resistant Escherichia coli directly from
samples is needed to identify emerging resistant clones and obtain quantitative data for risk
assessment. Aim of this study was to evaluate the performance of 3M™ Petrifilm™ Select E. coli
Count Plate (SEC plate) supplemented with antimicrobials to discriminate antimicrobial-resistant
and non-resistant E. coli.
Method: A range of E. coli isolates were tested by agar dilution method comparing the Minimal
Inhibitory Concentration (MIC) for eight antimicrobials obtained by Mueller-Hinton II agar,
MacConkey agar and SEC plates. Kappa statistics was used to assess the levels of agreement when
classifying strains as resistant, intermediate or susceptible.
Results: SEC plate showed that 74% of all strains agreed within ± 1 log2 dilution when comparing
MICs with Mueller-Hinton II media. High agreement levels were found for gentamicin, ampicillin,
chloramphenicol and cefotaxime, resulting in a kappa value of 0.9 and 100% agreement within ± 1
log2 dilution. Significant variances were observed for oxytetracycline and sulphamethoxazole.
Further tests showed that the observed discrepancy in classification of susceptibility to
oxytetracycline by the two media could be overcome when a plate-dependent breakpoint of 64
mg/L was used for SEC plates. For sulphamethoxazole, SEC plates provided unacceptably high
MICs.
Conclusion: SEC plates showed good agreement with Mueller-Hinton II agar in MIC studies and
can be used to screen and discriminate resistant E. coli for ampicillin, cephalothin, streptomycin,
chloramphenicol, cefotaxime and gentamicin using CLSI standardized breakpoints, but not for
sulphamethoxazole. SEC plates can also be used to discriminate oxytetracycline-resistant E. coli if
a plate-dependent breakpoint value of 64 mg/L is used.
Background
Escherichia coli is the most common intestinal bacterium
of the Enterobacteriacae family and its presence outside the
intestine is often used as an indicator of faecal pollution
and in surveillance programs of antimicrobial resistance.
Screening and enumeration of antimicrobial resistant E.
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coli directly from samples, e.g., food or animal specimens,
is needed to identify emerging resistance clones and to
obtain quantitative data for epidemiological investiga-
tions [1]. MacConkey agar has been widely used as selec-
tive medium for isolation and enumeration of E. coli due
to its low cost and high selectivity [2-4]. However, further
identification of isolates is necessary since many species of
Enterobacteriaceae can grow on MacConkey agar and col-
ony characteristics are not sufficient to correctly identify E.
coli [5]. More recently Petrifilm™ system (3M Microbiol-
ogy Products, St. Paul., MN, USA) was developed for
direct enumeration of E. coli [6]. The 3M™ Petrifilm™
Select E. coli Count Plate (SEC plate) is a sample-ready cul-
ture medium system consisting of plastic film with grids
that are coated with selective agents, nutrients and gelling
agent. Gel contains a β-glucuronidase indicator for con-
firmed detection of E. coli [7]. Only E. coli colonies are
conspicuous on SEC plates, eliminating need for colony
identification and allowing for a direct enumeration of E.
coli. SEC plates have undergone some validation for enu-
meration of E. coli in food and water samples [8,9]. How-
ever, no previous studies have tested the feasibility of
using SEC plates to discriminate antimicrobial-resistant E.
coli. The main objective of this study was therefore to eval-
uate the SEC plate supplemented with antimicrobials to
discriminate antimicrobial-resistant and non-resistant E.
coli in a comparison study between SEC plate and Muel-
ler-Hinton II agar, the standard medium commonly used
for antimicrobial susceptibility testing in E. coli, and for
which international recognized breakpoints and cut-off
values for antimicrobial resistance have been defined
[10].
Methods
Strain collection
Between 14 and 22 non-related E. coli strains were purpo-
sively selected based on their Minimal Inhibitory Concen-
tration (MIC) values to eight selected antimicrobials as
established in The Danish Integrated Antimicrobial
Resistance Monitoring and Research Programme (DAN-
MAP) strain database 2001–2005. The variable number of
isolates reflected the available strains within the selected
MIC ranges for the tested antimicrobials. These isolates
represent a broad range of MICs allowing a better compar-
ison between selected media. All strains were isolated
from pigs or cattle and their MICs were originally deter-
mined in an automated microbroth dilution system (Sen-
sititre; Trek Diagnostic Systems, West Sussex, UK).
Due to poor correlation of MIC values obtained by SEC
plates and Mueller-Hinton II agar (BD Diagnostics,
Sparks, MD, USA) for oxytetracycline, an additional 20 E.
coli strains were randomly selected from the DANMAP
strain database to confirm that a plate-dependent break-
point of 64 mg/L can be used to differentiate oxytetracy-
cline-resistant from -sensitive E. coli. Eight of these strains
were determined as susceptible (MIC = 2–4 mg/L) and the
remaining 12 were resistant (MIC = 16–32 mg/L) when
using Mueller-Hinton II agar and CLSI established break-
points [11].
Antimicrobials and media used for susceptibility testing
Eight antimicrobials representing seven major classes of
antimicrobials were selected for MIC testing, including:
ampicillin, oxytetracycline, cephalothin, streptomycin,
chloramphenicol, cefotaxime, gentamicin, and sulfame-
thoxazole (Sigma Chemical Co, St. Louis, Mo. USA)
(Table 1). Stock solutions of 32 mg/ml were prepared for
all antimicrobial agents prior to use according to CLSI
guideline [10]. Mueller-Hinton II and MacConkey agar
(Oxoid, Basingstoke, UK) were included in the MIC stud-
ies in comparison with SEC plates, as Mueller-Hinton II
agar is standard medium used in antimicrobial suscepti-
bility testing, and MacConkey agar is commonly used as
selective medium for isolation of Enterobacteriaceae,
including E. coli.
Table 1: Concentrations of antimicrobial agents and interpretative breakpoint or cut-off values.
Antimicrobial agents Concentration ranges used in 
the three media (mg/L)
Quality control rangea for E. 
coli ATCC 25922 (mg/L)
CLSI clinical breakpoint (mg/L) EUCAST epidemiological 
cut-offs (mg/L)
S I R R
Ampicillin 0.25–128 2–8 ≤ 8 16 ≥32 > 8
Cephalothin 2–64 4–16 ≤ 8 16 ≥32 > 32
Chloramphenicol 1–128 2–8 ≤ 8 16 ≥32 > 16
Gentamycin 0.5–64 0.25–1 ≤ 2 4 ≥8 > 2
Streptomycin 2–128 4–16b ≤ 8 16 ≥32 > 16
Cefotaxime 0.06–128 0.03–0.12 ≤ 8 16–32 ≥64 > 0.25
Sulfamethoxazole 8–1024 8–32 ≤ 256 _ ≥ 512 > 256
Oxytetracycline 0.25–256 0.5–2 ≤ 4 8 ≥16 > 8
S, susceptible; I, intermediate; R, resistant.
a CLSI standard for agar dilution susceptibility testing[11].
b quality control range developed by the manufacturer Sensititre®
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Susceptibility testing (MIC study)
MIC studies were performed as described in CLSI guide-
line for Mueller-Hinton II and MacConkey agar plates
[10]. In brief, a serial of twofold dilutions of tested anti-
microbial were mixed with melted agar at 50°C in petri
dishes with final concentrations of the antimicrobial as
shown in Table 1. Inocula were prepared by suspending
bacterial colonies from overnight growth cultures in 5 ml
of sterile saline to match the turbidity of a 0.5 McFarland
standard. A tenfold dilution was prepared for the inocula-
tion of plates with a multipoint inoculator for a final inoc-
ulum of 104 colony forming units (CFU). Mueller-Hinton
II and MacConkey agar plates were incubated at 37°C for
18–20 h.
Susceptibility testing by SEC plates was based on the
instructions of manufacturer. Stock solution of each anti-
microbial was diluted in distilled sterile water to obtain a
final volume of 1 ml with anticipated working concentra-
tion of each antimicrobial. The 1 ml liquid volume was
placed onto bottom film and stored for 2 h to allow the
liquid to be absorbed. Then 2 μl of the E. coli inoculum
(equivalent to 104 CFU) was spot-inoculated onto the
hydrated film and left for 5–10 min before the top film
was covered. Plates were incubated at 42°C for 18–20 h
and growth appearing dark green to light blue-green indi-
cated as E. coli according to the instructions of manufac-
turer.
For all of the three media, MIC was defined as the lowest
concentration of an antimicrobial in a plate, which inhib-
ited growth of the test strain. The reference strain E. coli
ATCC 25922 was included in each experiment for quality
control purpose (Table 1). All tests were done in dupli-
cate.
Data analysis
For each antimicrobial, MIC values were converted to
Log2 MIC (mg/L) values to allow an overall description of
the distribution of MIC values obtained by the three dif-
ferent media. Agreement between SEC plate and Mueller-
Hinton II agar was defined as MIC values that differed by
± 1 log2 dilution or less in order to account for the inher-
ent variation reading the results [12]. Using the break-
points defined by CLSI [11] for E. coli, strains were
classified as resistant, intermediate or susceptible, further-
more, cut off values according to EUCAST was presented
(Table 1). SAS Version 9.1 was used to generate χ2 tests to
determine whether there were significant differences in
the determination of resistance by the three media. Kappa
statistics was used to determine the overall agreements in
classification of strains based on their susceptibilities
determined on SEC and Mueller-Hinton II agar plates
[13].
Results and discussion
In a pilot study with a range of strains belonging to Entero-
bactericeae and other bacterial species (including E. coli,
Salmonella, Shigella, Klebsiella, Citrobacter and Entero-
bacter), we confirmed high specificity of SEC plates for iso-
lation of E. coli, as only E. coli gave conspicuous growth on
SEC plates (results not shown). SEC plate was designed
for direct and simple quantitative detection of E. coli[8,9].
Typical E. coli on SEC plates appear as blue-green colonies
as it has been found that about 97% of E. coli produce β-
glucuronidase which reacts with an indicator dye in the
plate media to produce dark green to blue-green colonies.
Colonies other than E. coli are not conspicuous because
they are colorless or have a light grey-beige color. The use-
fulness in using β-glucuronidase activity for identification
of E. coli has been confirmed by Schraft and coworkers
who reported almost identical colony counts based on β-
glucuronidase activity and on classical biochemical reac-
tions[6].
All duplicates showed the same MICs except for three
occasions (a difference by a 2-fold dilution), where the
average MICs were used in the statistical analysis and the
higher MIC values were used in Figure 1.
MIC determinations for ampicillin, cephalothin, 
streptomycin, chloramphenicol, cefotaxime and 
gentamicin
Obtained MIC values for E. coli ATCC 25922 were within
reference ranges in a consistent manner for all three media
(Table 1). Figure 1 shows overall distributions of MIC
(log2 mg/L) values for individual antimicrobial tested
with the three media. MIC values obtained by individual
medium showed a high degree of correlation with only
minor differences seen for a few strains. The agreement of
MIC values obtained by testing E. coli strains on SEC and
Mueller-Hinton II agar plate media are shown in Table 2.
Susceptibility testing with gentamicin, ampicillin, chlo-
ramphenicol and cefotaxime showed an almost perfect
agreement between the two media (kappa values > 0.8)
and a 100% agreement in values at the ± 1 log2 dilution
level. Higher variations were observed for cephalothin
and streptomycin with 73% and 87% agreement at the ±
1 log2 dilution level. However, agreements in MIC values
as defined within ± 2 log2 dilutions error for test interpre-
tation were 100% and 93%, respectively, and the kappa
values (> 0.6) indicate substantial agreement for cepha-
lothin and streptomycin MIC values obtained by the two
media. A more than twofold difference in MIC values was
noted for cephalothin in one stain, which changed its
resistance category from susceptible to intermediate resist-
ant (MIC values from 2 to 16 mg/L). Overall percentages
of E. coli strains determined to be resistant to ampicillin,
cephalothin, cefotaxime and gentamicin were identical
for the two media. Compared to Mueller-Hinton II agar,
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Distribution of MIC (log2 mg/L) values for antimicrobial agents using Mueller Hinton II, MacConkey and SEC mediaFigure 1
Distribution of MIC (log2 mg/L) values for antimicrobial agents using Mueller Hinton II, MacConkey and SEC 
media. -.-.- Break point values as defined by CLSI; ---- EUCAST epidemiological cut-offs; when only one line is shown, break-
point and cut-offs are identical; ........ Adjusted breakpoint value for oxytetracycline.
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the overall percentage of resistance on SEC plate were
lower for chloramphenicol (20 versus 27%) and strepto-
mycin (27 versus 33%), but not significantly lower (P >
0.05). This classified a few resistant E. coli strains into
intermediate resistance at the ± 1 log2 dilution error level.
Overall, the good agreements between results obtained by
the SEC and Mueller-Hinton II media in a diverse range of
MICs to each of the six antimicrobials tested suggest that
the SEC plate is suitable to discriminate resistant E. coli
and non-resistant ones. The least agreement between MIC
values obtained by SEC and Mueller-Hinton II media was
by no more than ± 2 log2 dilution levels (except for one
strain to cephalothin), an error level also seen when MIC
values are read manually by different personnel and in
repeated testing of identical strains [12].
MIC determinations for oxytetracycline
E. coli ATCC 25922 demonstrated MIC values within the
quality control range as shown on both the Mueller-Hin-
ton II and MacConkey agar media, whereas, a higher MIC
(8 mg/L) value was observed on SEC plate. Figure 1
showed a more than two log2 dilutions increase in MICs
determined by SEC plates as compared with Mueller-Hin-
ton II and MacConkey agar media (Figure 1). For these E.
coli strains that were susceptible to oxytetracycline on
Mueller-Hinton II agar (MIC = 2–4 mg/L), MICs obtained
by SEC plates were 2–4 log2 dilutions higher (MIC = 8–32
mg/L). For the strains showing oxytetracycline resistance
on Mueller-Hinton II agar (MIC = 32–256 mg/L), MICs
obtained by SEC plates were 1–3 log2 dilutions higher
(MIC = 128–512 mg/L). The overall agreement of MIC
values obtained by Mueller-Hinton II agar and SEC plates
was therefore moderate (kappa = 0.48) (Table 2). Exact
agreement between MICs determined by the two media
was 0 and agreement within ± 1 log2 dilution was only
14%. Overall percentage of strains determined as oxytet-
racyclin-resistant was significantly higher by SEC plates
than that by Mueller-Hinton II agar (86 versus 41%; P <
0.01).
Mueller-Hinton II agar was originally developed specifi-
cally for antimicrobial susceptibility testing with a low
concentration of calcium and magnesium; two substances
that are known to reduce the activity of some antimicro-
bial agents, e.g. tetracycline [10]. In a previous study, a
one to five log2 dilution increased in MICs of E. coli to tet-
racycline was observed when Mueller-Hinton broth was
supplemented with 5 mg calcium and 2.5 mg magnesium
per dl, confirming that tetracycline is bound to divalent
cations, and therefore have reduced antibacterial activity
[14]. This decreased antibacterial effect due to binding of
oxytetracycline to divalent captions is a likely explanation
of the increased MICs seen on SEC plates. Other factors,
such as pH, would also affect the chemical binding and
effect of oxytetracycline supplemented in SEC plate. Fur-
ther studies are needed to determine the exact gradients of
oxytetracycline concentrations and antimicrobial activity
in SEC plate medium, as ingredient composition in SEC
plate media is unknown. Also, the further studies are
needed to assess if the lower kappa values shown by
cephalothin and streptomycin could be associated with
reduced antibacterial effects when these substances are
added to the SEC medium.
Due to increased MIC values for oxytetracycline on SEC
plates and difference in classification of strain susceptibil-
ity as compared with Mueller-Hinton II agar, an adjust-
ment of MIC breakpoint for tetracycline would be needed
if SEC plates are to be used for isolation of tetracycline-
resistant E. coli. By increasing breakpoint value to 64 mg/
L, the adjusted percentage of oxytetracycline resistance
would be 86%, which was equal to the resistance percent-
age obtained on Mueller-Hinton II agar with a 16 mg/L
breakpoint value. Likewise, overall kappa value for the
two media would significantly improve to 0.73 when new
Table 2: Agreements of MIC values obtained by susceptibility testing Escherichia coli strains on SEC and Mueller Hinton II agar plate 
media.
Antimicrobial agent No. of E. coli Exact agreement Within ± 1 dilution Within ± 2 dilutions Kappa valuea
No. % No. % No. %
Ampicillin 16 10 63 16 100 16 100 0.92
Cephalothin 15 4 17 11 73 14 93 0.67
Chloramphenicol 15 11 73 15 100 15 100 0.92
Gentamicin 14 7 50 14 100 14 100 0.93
Streptomycin 15 5 33 13 87 15 100 0.74
Cefotaxime 17 8 47 17 100 17 100 0.90
Oxytetracycline 22 0 0 3 14 11 50 0.48
Sulphamethoxazole 15 7 47 7 47 7 47 0.47
a The kappa value indicates the level of agreement between MIC values obtained by SEC and Mueller Hinton II agar plate media as follows: < 0.2, 
slight agreement; 0.2–0.4, fair agreement; 0.4–0.6, moderate agreement; 0.6–0.8, substantial agreement; > 0.8, almost perfect agreement.
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breakpoint value was adopted. Therefore in order to con-
firm the new introduced breakpoint value for the SEC
plates, an additional 20 randomly selected E. coli strains
were tested for oxytetracycline susceptibility by Mueller-
Hinton II agar and SEC plates (breakpoints of 16 mg/L
and 64 mg/L were used individually). The eight suscepti-
ble strains with MIC values between 2–4 mg/L obtained
on Mueller-Hinton II agar plate had MICs between 16–32
mg/L when tested on SEC plates, while the remaining 12
resistant E. coli strains with MICs between 32–128 mg/L
on Mueller-Hinton II agar plate had MICs between 128–
512 mg/L on SEC plates. These results showed a similar
and consistent tendency in increasing MIC values on SEC
plates and that with the adjusted breakpoint of 64 mg/L it
is possible to classify resistant and susceptible strains cor-
rectly.
MIC determination for sulphamethoxazole
Escherichia coli ATCC 25922 demonstrated MIC values
within the quality control ranges shown on Mueller-Hin-
ton II and MacConkey agars, however, the SEC plate gave
an increased MIC values (1024 mg/L). A moderate overall
agreement (kappa = 0.47) and an exact agreement of 47%
on MIC values were observed for Mueller-Hinton II agar
and SEC plate (Table 2). As MICs on SEC plates showed
equal or larger than the upper limit of the test range (2048
mg/L) of sulphamethoxazole, this agreement level could
possibly be decreased if a wider test range was used. How-
ever, sulphamethoxazole at concentrations higher than
2048 mg/L is not feasible to work with because of prob-
lems of dissolving the chemical at such high concentra-
tions. The very high MIC values on SEC plates for
sulphamethoxazole are likely caused by the well-known
antagonism of ρ-aminobenzoic acid (PABA) on the activ-
ity of sulphonamides [15,16]. PABA naturally occurs in
some tissue-based media but is also commonly added in
media as a growth factor required by microorganisms.
However, it is unknown whether and how much it is
added to SEC plates. Mueller-Hinton II agar is widely rec-
ognized as the best suitable medium for sulfonamide
resistance testing due to its very low content of PABA [10].
Performance of SEC plate in the study was highly repro-
ducible with more than 95% duplicates giving the com-
patible results. The selected E. coli isolates used in this
study covered diverse and broad ranges of MIC values to
different antimicrobials allowing an evaluation of the
overall distributions and agreements of MICs obtained by
the selected media. In this study we chose to use CLSI
breakpoints to classify strains as resistant, intermediate or
susceptible in kappa analysis. Likewise, different defini-
tions to discriminate resistant E. coli (e.g., cut-offs by
EUCAST) with similar evaluation can be implemented
and would likely result in new results of kappa analysis,
but overall MIC distributions will be the same. For com-
parison purpose EUCAST cut-offs was included in Figure
1 and Table 1. When isolating or enumerating resistant E.
coli from samples, a certain concentration of antimicro-
bial is needed to add in 1 ml inoculation sample suspen-
sion (or a serial dilution of suspension). After incubation,
resistant E. coli grows conspicuous and colonies can easily
be counted on a standard colony counter or manually.
Because of a high specificity for E. coli as shown in previ-
ous studies and our pilot study, SEC plate eliminates
needs for further identification tests of E. coli. As a result,
the use of SEC plate for enumeration of antimicrobial
resistant E. coli is much less labor-intensive and easier to
perform compared to conventional selective agar-based
methods, which provides a preferable option of E. coli
selective media in antimicrobial resistance population
study. It should be noted that SEC plate was not devel-
oped for antimicrobial susceptibility testing purposes and
should not replace Mueller-Hinton II agar in MIC studies.
There were some limitations in this study, such as: only a
limited number of isolates were used for each antimicro-
bial, and inoculums effect for enumeration was not eval-
uated, etc. A further study using SEC plate to isolate and
enumerate resistant E. coli directly from samples would
confirm its feasibility when handling bacteria population.
Conclusion
This study provides the first information that the SEC
plate medium is suitable to discriminate antimicrobial-
resistant and non-resistant E. coli using CLSI standardized
breakpoints. It appears feasible to use this medium to
screen and enumerate resistant E. coli due to its high spe-
cificity and the good agreement obtained in MIC studies
when compared with Mueller-Hinton II agar for most
antimicrobials (ampicillin, cephalothin, streptomycin,
chloramphenicol, cefotaxime and gentamycin). SEC
plates may also be used to enumerate oxytetracycline-
resistant E. coli if a plate-dependent breakpoint of 64 mg/
L is used. However, SEC plate was not found suitable to
select for sulphamethoxazole-resistant E. coli.
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